Restriction endonuclease-mediated selective (REMS)-PCR, allows detection of point mutations, deletions, and insertions. Reactions require concurrent activity of a restriction endonuclease (RE) and a DNA polymerase, both of which must be sufficiently thermostable to retain activity during thermocycling. The inclusion of the RE in REMS-PCR inhibits amplification of sequences containing the RE recognition site, thus producing selective amplification of sequences that lack the RE site. Methods: Assays were used that allowed the selection of conditions that produce concurrent RE/DNA polymerase activity. The RE thermostability assay involved thermocycling a RE under various conditions and assessing residual cleavage activity at various time points. Conditions found to preserve RE activity during thermocyling were then tested for their compatibility with DNA polymerase-mediated PCR. Results: A range of conditions that preserve activity of the RE BstNI over 30 cycles of PCR was identified. A subset of these conditions was subsequently found to mediate specific amplification using Taq DNA polymerase. These conditions were used to develop a REMS-PCR protocol for the detection of mutations at codon 12 of the K-ras gene. This protocol allowed the detection of 1 mutant allele in a background of 1000 wild-type alleles. The presence of primer sets for RE and PCR
Restriction endonucleases (REs) 4 in combination with PCR have been used extensively for detecting point mutations (1) (2) (3) (4) (5) (6) (7) (8) . Detection of rare alleles can be achieved using enriched PCR, which requires multiple rounds of PCR (5, 6 ) , or using restriction endonuclease-mediated selective (REMS)-PCR, which achieves the same result in a single round of PCR (7, 8 ) . The recognition sites for REs used in these assays must span the bases to be screened for mutations and must be present in one allele but not the variant allele. The recognition site can be either natural or induced during PCR by the use of mismatched primers. Rules for designing PCR primers that contain mismatched bases near the 3Ј terminus have been established (9 ) . The thermostable RE present in the REMS-PCR mixture inhibits amplification of sequences that contain its recognition site, thus producing selective amplification of amplicons that lack its recognition site. REMS-PCR systems contain primers for amplification of both diagnostic and control amplicons, the presence or absence of which confirms the specific sequences at the diagnostic locus and efficient assay function, respectively.
Development of REMS-PCR protocols requires identification of enzymes and specific buffer conditions that are capable of sustaining enzymatic activity despite repeated cycles of thermal denaturation. This report describes assays used to identify suitable conditions. The utility of these assays in defining conditions for REMS-PCR is demonstrated using the combination of Taq DNA polymerase and the RE BstNI.
Materials and Methods re thermostability assay
Mock PCR mixtures, excluding genomic DNA but including standard PCR components and RE, were thermocycled and then incubated with plasmid DNA at the optimal temperature (as recommended by the manufacturer) to assess the residual RE cleavage activity. We studied BstNI, BslI, Tsp509I, Tru9I, TaqI, TaiI, TthHB8I, and MwoI and report experiments with BstNI. Reactions for assessment of BstNI activity contained 7.5 pmol of each of the primers 5BKIT (5Ј-TATAAACTTGTGGTAGT TGGACCT-3Ј) and 3KiE (5Ј-CTCATGAAAATGGTCA GAGAAAC-3Ј), each dNTP at 100 mol/L (Amersham Pharmacia Biotech), 0.5 U of AmpliTaq ® DNA polymerase (PE Biosystems), and 20 U of BstNI (10 U/L; New England Biolabs). We assessed the effect on thermostability of buffers, MgCl 2 (PE Biosystems), dithiothreitol (DTT; Promega), bovine serum albumin (BSA; New England Biolabs), and glycerol (AnalaR grade; BDH Laboratory Supplies). Reactions were made up in thin-walled tubes to a total volume of 25 L.
The reactions were placed in a GeneAmp ® PCR system 9600 Thermal Cycler (PE Biosystems), heated to 94°C for 2 min, and then subjected to 15 or 30 cycles of 60°C for 1 min followed by 92°C for 20 s. After thermocycling, 8 g of plasmid DNA (pGFP-C1; Clontech) was added in 5 L of Tris-EDTA buffer (10 mmol/L Tris, 1 mmol/L EDTA, pH 7.4 at 25°C), and reactions were incubated at 60°C for 1 h. Cleavage of plasmid DNA was assessed by electrophoresis on a 3% NuSieve ® GTG ® gel (FMC BioProducts). The RE was scored as inactive or as having low, moderate, or high activity based on the number of restriction fragments produced. Reactions for assessment of other REs were performed similarly.
pcr efficiency assay
We assessed the compatibility of the buffers and additives with the PCR by amplifying a 185-bp region of exon 1 of the K-ras gene. Reactions contained 800 ng of DNA from the cell line K562 (CCL 243; ATCC), 30 pmol each of 5BKIT and 3KiE, and 100 mol/L of each dNTP (Amersham Pharmacia). AmpliTaq DNA polymerase (4 U; PE Biosystems) was mixed with TaqStart TM antibody (Clontech Laboratories) to give a final molar ratio of 1:5. The DNA polymerase:antibody mixture was incubated for 15 min at room temperature before addition to the PCR mixtures. Reactions were made up in thin-walled tubes to a total reaction volume of 100 L and thermocycled as above for 30 cycles. A 28-L aliquot of each reaction was analyzed by electrophoresis on a 5% NuSieve GTG gel; and the efficiency of PCR was rated as low, moderate, or high according to the intensity (by eye) of the specific amplicon produced. Mispriming events reduced the intensity of the specific amplicons. PCR was assessed using Stoffel fragment DNA polymerase similarly.
assessment of the limit of detection of rems-pcr
Genomic DNA was extracted from human cancer cell lines K562 and Calu 1 (HTB 54; ATCC). K562 is wild type at K-ras codon 12, whereas Calu 1 has wild-type (GGT) and mutant (TGT) alleles. Calu 1 DNA was diluted with K562 DNA at ratios (by mass) of Calu 1:K562 of 1:10, 1:10 2 , and 1:10 3 . The REMS-PCR mixtures (50 L) contained 500 ng of genomic DNA; 50 pmol of 5BKIT [5Ј-TATAAACT TGTGGTAGTTGGACCT-3Ј (underlined base is mismatched with respect to K-ras)]; 50 pmol of 3K2 (5Ј-CGTCCACAAAATGATTCTGA-3Ј); 2 pmol of 5BK36 [5Ј-CTAGAACAGTAGACACAAACCA-3Ј (underlined base is mismatched with respect to K-ras)]; 2 pmol of 3K37 (5Ј-GATTTTGCAGAAAACAGATC-3Ј); 2 pmol of 5BK38 (5Ј-GTACACATGAAGCCATCGTATA-3Ј); 2 pmol of 3K39 (5Ј-CCACTTGTACTAGTATGCCTTAAG-3Ј); 1 mmol/L DTT; each dNTP at 50 mol/L; and 40 U of BstNI in 100 mmol/L NaCl, 50 mmol/L Tris-HCl (pH 8.3), 4 mmol/L MgCl 2 . A control reaction contained K562 DNA without BstNI. AmpliTaq DNA polymerase (6 U) was mixed with TaqStart antibody (molar ratio of 1:5) and incubated for 15 min at room temperature before addition to the mixtures. Reactions were placed in the thermal cycler, denatured at 94°C for 2 min, and then subjected to 30 cycles of 58°C for 1 min followed by 92°C for 20 s. A 25-L aliquot of each reaction was analyzed by electrophoresis on a 5% NuSieve GTG gel.
Results

assessment of buffer conditions compatible with rems-pcr
In REMS-PCR, the RE and the DNA polymerase must function in identical reaction conditions and retain activity during thermocycling. We developed assays to assess the activity of REs and DNA polymerases under various reaction conditions. BstNI remained fully active after 15 thermocycles and moderately active after 30 thermocycles in buffer 2, pH 8. analysis of K-ras codon 12 using rems-pcr A REMS-PCR protocol using BstNI was used to detect mutations in the first two bases within codon 12 of the K-ras gene (Fig. 1B) . These reactions contained three sets of primers: (a) diagnostic primers 5BKIT and 3K2, which amplify an 82-bp region of exon 1 of the K-ras gene (5BKIT induces a BstNI site spanning codon 12 in wild-type, but not mutant, amplicons); (b) RE control primers 5BK36 and 3K37, which amplify a 130-bp region in exon 3 of the K-ras gene (5BK36 induces a BstNI site in all RE control amplicons); and (c) PCR control primers 5BK38 and 3K39, which amplify a 215-bp region of exon 4b of the K-ras gene (this amplicon contains no BstNI sites).
In the reactions containing BstNI, the presence of the 82-bp fragment was diagnostic for the presence of K-ras codon 12 mutations. This fragment was visible in reactions containing Calu 1:K562 DNA at ratios of 1:10, 1:10 2 , and 1:10 3 , but was not visible in reactions containing K562 DNA alone. The RE control fragment was not visible in The ability of BstNI to cleave plasmid DNA following thermocycling for 15 or 30 cycles was assessed by electrophoresis. The RE was scored as having no activity (Nil), or as having low ‫,)ء(‬ moderate ‫,)ءء(‬ or high ‫)ءءء(‬ activity, based on the number of restriction fragments produced.
b The capacity of the buffer system to produce amplicons by Taq DNA polymerase-mediated PCR was scored by the intensity of specific amplicons as being of low ‫,)ء(‬ moderate ‫,)ءء(‬ or high ‫)ءءء(‬ intensity.
c NEB2 buffer was made in house according to the recipe for NEB2 from New England Biolabs. d PCR buffer II from PE Biosystems. e Buffer 1 and buffer 2 were made in house.
any reactions containing BstNI, indicating that the RE activity was sufficient throughout the PCR to inhibit amplification of all fragments containing BstNI sites. The 215-bp PCR control fragment was visible in all reactions, including the reaction containing K562 DNA, confirming that the reactions conditions were adequate for amplification. In the control reaction containing K562 DNA in the absence of BstNI, all three fragments were clearly visible, indicating efficient amplification with all three primer sets.
Discussion
In REMS-PCR, both the RE and the DNA polymerase must function under the same reaction conditions and be sufficiently thermostable in these conditions to retain activity during thermocycling. The RE must actively cleave at temperatures compatible with the stringent conditions required for annealing of primers during the PCR, typically 50 -65°C. Although many REs fulfil this criterion, not all are suitable for REMS-PCR. Manufacturers' data on the thermal stability of REs in buffers supplied with the enzymes do not predict whether conditions can be found that preserve RE activity during thermocycling. For example, MwoI is listed as not being heat inactivated by incubation for 20 min at 80°C (New England Biolabs, 1998 -1999 catalog), but in the RE thermostability assay, this enzyme was fully inactivated by denaturation at 92°C for 2 min in all conditions analyzed. BslI is listed as being heat inactivated after incubation at 80°C for 20 min (New England Biolabs, 1998 -1999 catalog), but the thermostability assay identified conditions under which BslI still cleaved after 30 cycles of PCR. The pH and ionic strength of the buffer, the choice and concentration of monovalent cation, the concentration of free Mg 2ϩ , and the presence of other additives, particularly DTT, can all influence the thermostability of different REs to different extents. The influence of each of these components depends on the other components in the buffer. BstNI, BslI, Tru9I, Tsp509I, and TaiI were sufficiently thermostable to maintain activity while being thermocycled during the PCR.
Multiplex REMS-PCR systems, which incorporate primer sets for amplification of both diagnostic and control fragments, allow unequivocal analysis of codon status. REMS-PCR systems contain two controls, which test for the function of the DNA polymerase (PCR control fragment) and the RE (RE control fragment). The PCR control primers amplify a region devoid of RE sites. The presence of this fragment indicates efficient PCR, and the absence of these amplicons indicates the potential for false-negative results. The PCR control fragments should be the largest of the three fragments because longer fragments will be more sensitive to the integrity of the DNA and hence will serve as a control for all PCR conditions. The RE control amplicons all harbor RE sites. The presence of these amplicons indicates the potential for false-positive results because RE control primers amplify only when the RE activity is inadequate for REMS-PCR. The efficiency of amplification with the RE control primers should be slightly greater than that of the diagnostic primers. This ensures that RE control amplicons will become visible at an earlier cycle number than the diagnostic amplicons in the event of failure of the RE to inhibit PCR.
Our REMS-PCR system for analysis of mutations at K-ras codon 12 detected 1 mutant allele in a background of 1000 wild-type alleles. Specific applications proposed for assays for codon 12 include (a) diagnostics tests (pancreatic cancer); (b) prognostic tests that detect micrometastatic disease in lymph nodes and other specimens (colorectal and pancreatic cancer); (c) screening tests that detect exfoliated tumor cells or soluble tumor DNA in body fluids such as blood, stools (colorectal and pancreatic cancer), or sputum (lung cancer); and (d) tests that may assist clinicians in tailoring therapy (10 -12 ) . Some of these applications require detection of small numbers of tumor cells present in a 1000-fold excess of nondiseased cells. The sensitivity afforded by REMS-PCR satisfies this criterion. The clinical utility of the REMS-PCR K-ras codon 12 system has been published previously (7 ) .
Analysis of other codons and/or other ras genes could extend the utility of the REMS-PCR system. BslI recognizes and cleaves the sequence CCN 7 GG, where N is any nucleotide. This RE could theoretically be used to target any codon that codes for either glycine (GGN) or proline (CCN). BslI could be used in systems that analyze mutations that occur at codons 12 or 13 of any of the three ras oncogenes, K-ras, H-ras, and N-ras, because these loci all encode glycine. This RE has been used successfully in a second REMS-PCR system targeting codon 12 of K-ras, again demonstrating a sensitivity that allowed detection of 1 mutant in a 1000-fold excess of wild-type alleles (data not shown). REMS-PCR systems using BslI could potentially be used to screen for the vast majority of ras mutations.
REMS-PCR provides a sensitive, rapid, and reliable method that is suitable for analysis of genetic variations that are associated with disease. Because REMS-PCR mixtures contain all reagents at the initiation of reactions performed in closed vessels, the opportunity for contamination during PCR is eliminated, and the protocol is amenable to automation. Although the reactions do not require further manipulation before detection, the REMS-PCR method does not preclude subsequent analysis of diagnostic amplicons for identification of the exact nucleotide substitution (9 ) . Multiple controls can be added to multiplexed REMS-PCR protocols to provide unequivocal analysis of mutant status of the bases screened. We conclude that REMS-PCR allows rapid, sensitive, and reliable screening of clinical samples for genetic mutations.
The PCR process is covered by patents held by F. Hoffmann-La Roche.
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